Infection Prevention and Control Guidelines When Purchasing
‘ . Non-Critical Medical Equipment

Q P Non-critical equipment is low risk equipment A ’

‘ which comes in contact with intact skin and .
\ requires low level cleaning and disinfection « »
; (i.e. stethoscopes, blood pressure cuffs,
\ \ wheelchairs, etc.)

/ When purchasing non-critical medical
equipment, the following must be met:

: )

» Select equipment with smooth, non-porous surfaces, minimal seams, and designs that allow easy disassembly and cleaning.

+ Ensure compatibility with Health PEI cleaning and disinfection products which are accelerated hydrogen peroxide products
(Oxivir TB and Rescue).

« Verify that complete, validated instructions for cleaning and disinfection are provided.

+ Assess the ability of equipment to withstand repeated cleaning and disinfection cycles without degradation.

« Evaluate whether high-touch surfaces can be easily and frequently cleaned and disinfected.

» Consider complexity of cleaning procedures and training requirements for staff.

+ Determine whether single-use alternatives are preferable to reduce infection risks.
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